
Bio-logic AuDX Pro-Flex Calibration for Sound Transducer 

Interval Expiration 

This is to how to calibrate the Biologic device when showing a message that the sound 

transducer calibration interval has expired. 

Hold red cylinder in place while it recognized the 

2. Home Screen:  Select Tymp 1. Select Patient 

5. When test is complete choose 

tools 

3. Select TympScreeen then right or left 

 

4. Hold red cylinder in place while it 

recognizes the calibration tool (a slight 

bend or it states it does not fit properly 

then release the bend when it starts 

calibrating or it will state leak) 

 

6. 

7. 8. Verify next service date ends in 2026 


