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Bio-logic AuDX PRO FLEX:
A Reference Guide for Clinical Use and

Practice

This reference guide helps identify when to use each test, which patients to use each test with (peds/

adults), and includes special tips, notes and considerations. Use this guide along with Handy Guide -0356
Bio-Logic AuDX PRO FLEX Tympanometer, Audiometer, DPOAE.

IMPORTANT GUIDELINES:

1. When using the Bio-logic device with AFHCAN,
otoscope images and tympanometry should be

included (for both ears) every time.

e Otoscope images are used to diagnose and
rule out certain issues (e.g. perforation,
occlusion, infection).

e Tympanometry tells how well the eardrum

is °
moving, or if there is a blockage, perforation

clinical context:

2. Use of DPOAE and audiometry should be
determined based on the patient’s age and the specific

e OAEs are extremely helpful for measuring hearing
in younger children or other patients who are
unable to perform audiometry testing.

Audiometry can be used with older children and
adults who are able to follow instructions.

or infection.
AUDIOMETRY

Name of test Type of test | When to use Who to perform test on | Notes/Considerations

AudioScreen Manual Initial Adult and Pediatric Use for patients who cannot sit still
screening screening patients who can follow long enough to complete the
test instructions AutoDxAudio test.

Tip: for kids, consider asking them to
raise their hand when they hear the
sound, instead of using the patient
response button (may help with
accuracy).

AutoDxAudio Automated | Preferred due | Adult and Pediatric More comprehensive and longer
diagnostic to automation | patients who can follow than the AudioScreen test.
test instructions

Use when a Less room for human error.
more detailed

diagnostic

evaluation is

needed.

ManualDxAud Manual Use only when | Use only when Patient may need to be referred to
diagnostic recommended | recommended and Audiologist to complete this exam.
test and guided by | guided by Audiologist

Audiologist
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Distortion Product Otoacoustic Emissions (DPOAE Quick)

Name of test | Type of test | When to use Who to perform Notes/Considerations
test on
OAE Screen Screening Extremely helpful Pediatric patients | The test is very sensitive.
assessment | for measuring
hearing in younger | Adult patients Results show as “Pass” or “Refer”
children or other who are unable to | Note: if you get a “Refer” result, don’t be
patients who are complete an alarmed- it might be due to age related
unable to perform | audiometry test hearing changes.
audiometry testing
If a correct seal is not obtained, the test
will not run. Try choosing a different size
ear tip, going up or down a size to get an
appropriate seal.
Dx OAE Diagnostic Use only when Use only when Includes more frequency levels (test is
assessment | recommended by | recommended by | longer and louder).
Audiologist Audiologist
Tympanometry

Name of test Type of test | When to use Notes/Considerations

TympScreen Screening Complete for ALL There is no “Pass/Fail”. The data is extremely valuable for
assessment | patients referred to diagnosing the patient’s tympanic membrane integrity.

Audiology
TympReflex Diagnostic Use only when This test is louder and longer, and measures functionality
assessment | recommended by of the vestibulocochlear nerve (cranial nerve VIII).
Audiologist
This test is typically usually used to rule out a lesion on the
nerve.

Infant <7mo Use for Hearing screenings Otoscopy: Before performing tympanometry, an otoscopic
patients examination is often performed to assess the condition of
under 7 Suspected hearing the ear canal and eardrum.
months of problems or
age diagnosis of fluid

buildup or infections

Otoscope Images (please reference the appropriate HandyGuide for your otoscope device).
= Always do a white balance prior to taking any images.

= Include correctly labeled images of both the right and left ear.

The tympanic membrane should fill the majority of the frame.

2-3 millimeters of the distal ear canal should be included.

The lateral process of the malleus should be oriented at the 12 o’clock position.

2-3 mm of
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Source: HandyGuide— 0304 Clinical Photography for Ears

distal ear canal
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